An easy method of deflating a blocked Foley balloon.
Blocked Foley balloons are occasionally encountered by many urological surgeons. A number of methods of removing a blocked balloon catheter have been advocated. They are usually invasive, time and resource consuming and often ineffective. A non-invasive, reliable and safe technique of deflating a blocked catheter balloon by inserting a Glidewire through the balloon channel is reported in the present paper.